
BL7.3
instrumentation
simplified dwg. 7.3.2 

(Future)

I0 Diag

FVS1

7.3.1.2
 VVR1

7.3.1.1
VVR1

IG1

IG1
7.3.1.2
 VVR2

uXPS
EndstationIG3

IP2
TSP

7.3.1IP1 120 l/s

7.3.1
VVR2

IP2

IG1

7.3.1.1 IP1 60 l/s

7.3.1

ES1-

M1

7.3.1.2 IP1 60 l/s

7.3.1 IG2

IG2

IP3

Slits

Shield Wall

7.3
VVR1

7.3 IG1

WFS1A

 7.3
VVR2

7.3 IG2

FV1 PSS1

IG3

  7.3 
VVR4

Chopper
/Mono
/Mask

7.3.1 
VVR1

 7.3
VVR3

M1
SR

7.3 IG4       ALL MOUNTED IN BR
7.3.1 IG1BUT INTLK CABLE
7.3.2 IG1    RUN TO FRONT-END.
7.3.3 IG1

IP2A

(Last valve 
intlkd to PS)

7.3.1.1
VVR2

UHV 
electric
Isolation
Window

(ctl thru ICS)

PEEM
Endstation

IG3IG2

IP3

PART OF ES

Diag

I0

ES2

ES1

See ES2 detail below

Ken Woolfe, updated 9/5/97
revised 8/22/00

FRONT-END

FRONT-END

7.3.3 
VVR1

7.3.3

7.3.3
 VVR2

Slits

7.3.3
WFS1

7.3.3 IP1
240 l/s

BPM 7.3.3
PSS1

IP6
160 l/s

IG2
WFS3

7.3.3
 VVR3

Be
window

IG1

IP2
160 l/s

C filt.

IP3&4
240 l/s
240 l/s

M1

IP5
160 l/s

IP7
80 l/s

old CG1

WFS2 WFS2 WFS4

AP1

COLOR
KEY

VALVES

VACUUM GAUGES & PUMPS

WATER FLOW SWS.

APERTURES, STOPS, DIAGS

FAST VALVE & SENSORS

7.3.1WFS1 Mono
7.3.1WFS2 Chopper
RGA
IG4

7.3 FVS1

Aperture 1
Aperture 2
WFS1B
IP1
TSP

7.3.3 PS1
7.3.2 PS1
7.3.1 PS1

TSP
IP4
IP3

FVS1

IP2

IG1

IG3
FVS1

X-ray hutch

IG5
CG2

IG4
CG1

7.3.3
 VVR4
window
valve

removed
8/00

CG head there

cable for old CG1 and old CG2
(now CG1) are still installled.

Ti
filter


